Fusion of multi-slice computed tomography imaging with three-dimensional electroanatomical mapping to guide radiofrequency catheter ablation procedures

Laurens F. Tops¹
Jeroen J. Bax¹
Katja Zeppenfeld¹
Monique R.M. Jongbloed¹
Hildo J. Lamb²
Ernst E. van der Wall¹
Martin J. Schalij¹

¹Department of Cardiology, Leiden University Medical Center, Leiden, the Netherlands
²Department of Radiology, Leiden University Medical Center, Leiden, the Netherlands

Heart Rhythm 2005;2:1076-81
ABSTRACT

Background: The outcome of catheter ablation procedures of cardiac arrhythmias depends on the ability to evaluate the underlying mechanism and to depict target sites for ablation. Fusion of different imaging modalities within one system may improve electroanatomic modeling and facilitate ablation procedures.

Objectives: To study the feasibility of fusion of multi-slice computed tomography (MSCT) with electroanatomic mapping to guide radiofrequency catheter ablation of atrial arrhythmias.

Methods: Sixteen patients (15 men, age 54 ± 7 years) with drug-refractory atrial fibrillation (AF) underwent 64-slice MSCT within 2 days before radiofrequency catheter ablation. MSCT data were imported in the Carto™ electroanatomic mapping system. Using the new CartoMerge™ Image Integration Module, the MSCT images and the electroanatomical map were aligned. A statistical algorithm provided information about the accuracy of the fusion process.

Results: In all patients MSCT images could be fused with the electroanatomic map. Mean distance between the mapping points and the MSCT surface ranged from 1.7 ± 1.2 mm to 2.8 ± 1.8 mm. This resulted in an average of 2.1 ± 0.2 mm for the patient group as a whole.

Conclusion: MSCT images can be fused with the 3D electroanatomic mapping system in an accurate manner. Anatomy-based catheter ablation procedures for atrial arrhythmias may be facilitated by integration of different imaging modalities.
INTRODUCTION

Ectopic beats originating from the pulmonary veins have been identified as a potential cause of atrial fibrillation (AF) (1). Catheter ablation focused on isolation of the pulmonary veins is a curative treatment modality of AF. Different strategies for pulmonary vein isolation have been proposed, including segmental (2) and circumferential (3) ablation. Electrical isolation of the pulmonary veins has proved to be a safe technique with a reasonable long-term success rate (4,5). To plan and guide these ablation procedures, detailed anatomic information is needed. Several imaging modalities are available to visualize the anatomy of the left atrium and the pulmonary veins.

Both magnetic resonance imaging and multi-slice computed tomography (MSCT) are non-invasive imaging modalities that can provide the requested information and both imaging modalities have been used to provide road maps prior to ablation (6,7). These techniques provide detailed information on the precise number, location and anatomy of the pulmonary veins and have been demonstrated useful in the planning of ablation procedures (8,9). In addition, detailed information is also needed during the ablation procedure; fluoroscopy alone is not accurate enough and may result in a prolonged radiation exposure. For this purpose, 3D electroanatomic mapping systems that facilitate ablation procedures have been introduced (10). However, a realistic anatomical representation of the left atrium and pulmonary veins is still difficult to obtain. Therefore, fusion of an anatomical imaging technique (e.g. MSCT) with 3D electroanatomic mapping may further facilitate ablation procedures. In the current study, the feasibility of fusion of MSCT with electroanatomic mapping is demonstrated in patients undergoing radiofrequency ablation for AF.

METHODS

Study population

The study population consisted of 16 consecutive patients (15 men, mean age 54 ± 7 years) with symptomatic drug-refractory AF who were admitted for radiofrequency catheter ablation. AF was present for 54 ± 12 months, and was paroxysmal in 5 patients, persistent in 9 and permanent in 2 patients. Mean number of anti-arrhythmic drugs used was 3.7 ± 1.6 per patient. Mean left atrial size was 4.4 ± 0.3 cm; mean left ventricular ejection fraction was 57 ± 10%. Seven patients were treated for hypertension; none of the patients had clinically relevant valvular disease. Six patients underwent coronary angiography for suspected coronary artery disease; in none of the patients significant coronary artery stenoses were detected. One patient had a pacemaker. In two patients a catheter ablation procedure for atrial flutter was performed previously.
**Multi-slice computed tomography**

All patients underwent MSCT using a 64-detector row system (Toshiba Medical Systems, Otawara, Japan) 2 days prior to the ablation procedure, as previously reported (8). Collimation was 64 x 0.5 mm, rotation time 400 ms, and tube voltage 100 kV at 250 mA. Cranio-caudal scanning was performed during an inspiratory breathhold, without electrocardiographic gating. Non-ionic contrast material (lomeron 400, Bracco Altana Pharma, Konstanz, Germany) was infused through the antecubital vein with an infusion rate of 5 ml/s. A total amount of 70 ml contrast was given. Automatic detection of the contrast bolus in the ascending aorta was used to time the scan. All MSCT images were evaluated by two experienced observers in consensus. To assess the number of pulmonary veins, the number of ostia (common or separate ostia), and the branching pattern of the pulmonary veins, 2D viewing modes and 3D reconstructions were used. Diameters of the pulmonary vein ostia were measured in the anterior-posterior and superior-inferior direction, as previously described (8). Furthermore, thrombi in the left atrial appendage and extra-cardiac anomalies were excluded.

**Image processing**

Before the ablation procedure, raw MSCT data were loaded into the 3D electroanatomic mapping system (Carto XP™, Biosense Webster, California, USA) equipped with the newly developed CartoMerge™ Image Integration Module. The accuracy of this new technique has been validated in animal studies previously (11). To depict the structures of interest (left atrium and pulmonary veins) out of the raw data set, a segmentation process was performed manually. This process consisted of several phases. First, the borders of the structures of interest were delineated by setting the threshold intensity range. The presence of contrast in the left atrium allowed differentiation between endocardium (low intensity level) and blood pool (high intensity level). Subsequently, a 3D volume was created by labeling all volume units of the raw MSCT data within the set threshold intensity range. To segment this volume into different structures, anatomical markers were placed in the middle of the different areas of the volume. An algorithm was then implemented to automatically depict the different structures of interest based on the placement of the anatomical markers and the borders (Figure 1). Finally, the result of the segmentation process was verified on axial slices. When an adequate segmentation of the MSCT images was achieved, the surface images were stored in the Carto™ system.

**Mapping and radiofrequency ablation**

The aim of the radiofrequency catheter ablation procedure for AF was to obtain an electrical disconnection of all pulmonary veins. With the use of intracardiac echocardiography an intracardiac thrombus was excluded and a transseptal puncture was guided (12). Mapping and ablation was performed with a 4 mm quadripolar mapping/ablation catheter (7F Thermocool, Biosense Webster, California, USA). A 6F reference catheter was placed in the right atrium.
After completion of the electroanatomic map, a registration process was performed manually to fuse the MSCT images and the electroanatomic map. First, the 3D surface image of the MSCT was displayed on the Carto™ system next to the electroanatomic map. A landmark was then placed on the electroanatomic map on a certain point (e.g. left atrial appendage), confirmed with intracardiac echocardiography and fluoroscopy. A second landmark was placed on the MSCT image at the same location (Figure 2). Next, the surface registration algorithm was performed to align the MSCT surface image and the electroanatomic map. This algorithm composed the best fit of the two structures based on minimizing distance between the two landmarks and the distance between all mapping points and the MSCT surface image.

The accuracy of the registration process was then reviewed. The algorithm used for fusion provided information about the accuracy of the registration: mean distance, standard deviation and range between all mapping points and the MSCT surface image were reviewed. Furthermore, the catheter position in the fused electroanatomic map and MSCT was reviewed using intracardiac echocardiography and fluoroscopy.

After registration of the MSCT surface image radiofrequency current was applied outside the ostia of the pulmonary veins, using the ablation catheter with a 4 mm open loop irrigated...
The following power and temperature settings were used: irrigation rate 20 mL/min, maximum temperature 50°C, maximum radiofrequency energy 30 W. At each point, radiofrequency current was applied until a voltage <0.1 mV was achieved, with a maximum of 60 seconds per point. If a separate pulmonary venous insertion was noted on the MSCT image, radiofrequency current was targeted to form separate circles surrounding the pulmonary venous ostia. If a common ostium was observed, ablation points were targeted in a large circle surrounding the common ostium. The procedure was considered successful when pulmonary vein isolation was confirmed by recording entrance block during sinus rhythm or pacing in the coronary sinus. All patients received heparin intravenously (activated clotting time > 300 sec) to avoid thromboembolic complications.

After the ablation procedure, patients received heparin intravenously until INR was adequate with oral anticoagulants. Transthoracic 2D echocardiography was performed within 24 hours to detect pericardial effusion. Electrocardiographic monitoring (including 12-lead surface and 24-hour Holter monitoring) was obtained to assess the maintenance of sinus rhythm after the ablation procedure.

**Statistical analysis**

The statistical algorithm of the new CartoMerge™ Image Integration Module provides statistical information (mean, standard deviation and range) about the distances between all mapping points and the MSCT surface image. All data are presented as mean ± standard deviation or number (%).
RESULTS

**MSCT and image processing**

In the 16 patients, a total number of 67 pulmonary veins were identified by MSCT (4.2 ± 0.4 per patient). In 3 patients (19%), an additional pulmonary vein on the right side was observed. A common ostium of the left-sided pulmonary veins was noted in 6 patients (38%), and a common ostium of the right-sided pulmonary veins in 1 patient (6%). In 9 patients (63%), early branching pattern of a pulmonary vein was observed, all in the right inferior pulmonary vein.

The anterior-posterior and superior-inferior diameters were as follows: left superior pulmonary vein 15.8 ± 2.3 mm and 19.0 ± 2.1 mm respectively, left inferior pulmonary vein 13.2 ± 2.0 mm and 18.4 ± 1.9 mm, right superior pulmonary vein 17.7 ± 2.7 mm and 20.1 ± 3.3 mm, right inferior pulmonary vein 17.3 ± 2.7 mm and 17.6 ± 2.4 mm, respectively.

Image processing of the raw MSCT data could be performed within 10 minutes in all patients. Good contrast timing during the CT scan favored the segmentation process: the presence of contrast allowed excellent differentiation between the endocardium (low intensity level) and the blood pool (high intensity level). In all patients, an adequate segmentation of the MSCT was achieved.

**Mapping and radiofrequency ablation**

Eventually, all patients were treated with radiofrequency catheter ablation for AF. In all patients a transseptal puncture could be performed guided by intracardiac echocardiography. Mean mapping time was 43 ± 15 minutes, and a mean of 224 ± 59 mapping points was used to create an electroanatomic map of the left atrium and pulmonary veins. There was no difference in heart rhythm during MSCT scanning and the mapping / ablation procedure.

After placement of the landmarks, the MSCT image and the electroanatomic map were fused. This registration process could be performed within 5 - 7 minutes in all patients. After the registration, the distances between all mapping points and the MSCT surface image were reviewed. Results of the registration processes are listed in Table 1. Mean distance between the mapping points and the MSCT surface ranged from 1.7 ± 1.2 mm to 2.8 ± 1.8 mm. This resulted in an average of 2.1 ± 0.2 mm for the patient group as a whole.

The fused electroanatomic map and MSCT surface image were used to guide the catheter during the actual ablation. Exact catheter position and relation to the pulmonary veins and the endocardium could be adequately visualized (Figure 3). Radiofrequency current was applied outside the ostia of all the pulmonary veins. Mean ablation time was 89 ± 20 minutes, and mean fluoroscopy time was 48 ± 7 minutes. Procedural success was achieved in all patients. No complications occurred during the ablation procedures, in 2 patients mild pericardial effusion was observed after the procedure, without hemodynamic consequences. After the ablation procedure all patients were in sinus rhythm.
**DISCUSSION**

The results of this study illustrate the feasibility of fusion of MSCT images with 3D electroanatomic mapping in patients undergoing catheter ablation for AF. The mean distance between the MSCT image and the electroanatomic map was only 2 mm, allowing accurate visualization of the catheter position on real surface anatomy during the ablation procedure. The integration of MSCT images and 3D electroanatomic mapping is a promising technique which may facilitate ablation procedures.

**Image processing and registration**

The introduction of 3D electroanatomic mapping systems has facilitated the anatomical based ablation procedures for AF (10). However, the surrogate anatomy is reconstructed from multiple catheter recordings along the endocardium (13). Therefore, the use of reconstructed maps may be limited by the complex anatomy of the left atrium and pulmonary veins.

Registration of previously acquired 3D images is a new technique, which offers the ability of using real surface anatomy to guide anatomical based catheter ablation procedures (14,15). Reddy et al (15) demonstrated the feasibility of fusion of magnetic resonance images and 3D electroanatomic mapping in an animal study. After manual segmentation of the magnetic resonance image of the left ventricle, the authors performed a similar registration process. Mean distance between the electroanatomic map and the surface image of the left ventricle was 4.9 ± 1.8 mm. The registration process was limited by the rotation of the left ventricle around its
symmetric long axis. To assess an accurate registration, part of the ascending aorta had to be included in the electroanatomic map (15). In the current study, the mean distance between the MSCT image and the electroanatomic map was only 2.1 ± 0.2 mm for the patient group as a whole. Furthermore, the specific anatomy of the left atrium and the pulmonary veins made improper registration due to rotation impossible. The current in vivo study demonstrates that fusion of previously acquired MSCT images of the left atrium and 3D electroanatomic mapping can be performed accurately.

**Clinical implications**

Anatomy-based catheter ablation for AF is nowadays a safe procedure, and is performed in a large number of centers worldwide (5). Infrequent serious complications, such as pulmonary
vein stenosis, have been reported (16). MSCT can accurately depict the anatomy of the left atrium and the pulmonary veins (8,17), and complications can be avoided to some extent by integration of pre-procedural acquired MSCT images and the 3D mapping images. Furthermore, isolation of all pulmonary veins is necessary to achieve good long-term results. The number and anatomy of the pulmonary veins can be highly variable (18), and the small right middle pulmonary vein has been associated with the initiation of AF (19). Using the electroanatomic mapping system alone, additional or small pulmonary veins are difficult to identify. Detailed information on number, location and branching pattern of all pulmonary veins (as provided by MSCT) during the ablation procedure may improve outcome.

Furthermore, the use of integration of different imaging modalities may reduce procedure time and fluoroscopy time. The introduction of non-fluoroscopic systems reduced fluoroscopy time during AF ablation procedures. However, incorrect geometry of the reconstructed anatomy may limit the use of non-fluoroscopy systems (20). Recently, stereotactic systems have become available to guide ablation procedures (21,22). Although initial results are promising, the high costs of stereotactic systems limit their use in clinical practice. Alternatively, fusion of MSCT images and 3D electroanatomic mapping is easy to perform as demonstrated in the current study and allows visualization of real surface anatomy during the ablation procedure.

**Limitations**

The present study has some limitations. Scanning was performed during breath-hold, whereas patients were breathing normally during the ablation procedure. Furthermore, heart rate is variable during the ablation procedure. As a consequence, different volumes of the left atrium during the MSCT scan and the ablation procedure may limit the fusion process. However, using a 64-slice MSCT scanner, data acquisition was completed in only 4 seconds. This short breath-hold may minimize the possible difference in left atrial volumes. Reddy et al (15) also observed differences in volume between the surface image and the electroanatomic map of the left ventricle. This resulted in a mean distance of approximately 5 mm between the magnetic resonance surface image and the electroanatomic map. However, ablation based on the magnetic resonance surface image alone resulted in exact ablation lesions in their porcine model (15). We speculate that volume differences in the left atrium and pulmonary veins may be smaller than in the left ventricle, limiting the possible error and allowing precise ablation. Furthermore, the mean distance between the MSCT surface image and the electroanatomic map was only $2.1 \pm 0.2$ mm for the patient group as a whole. More validation studies in well-controlled animal models are needed to fully appreciate the strengths and limitations of this new fusion approach.
CONCLUSION

The current study demonstrates that integration of pre-procedural acquired MSCT images and the 3D electroanatomic mapping system can be performed accurately. This new technique allows the use of real surface anatomy to guide anatomy-based catheter ablation procedures. The fusion of different imaging modalities may facilitate catheter ablation for AF.
REFERENCES